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Introduction and Motiva’@é,h'

Motivation:

There is a lack of experimental data in EXFOR for >*Fe, only low resolution cross section data is from
Beer, although multiple measurements exist

Inconsistencies between ENDF and JEFF libraries may stem from lack of experimental data
There is a continued need to collect new nuclear data using pre-existing infrastructure at RPI.
Significant interest exists in radiative capture measurements of >3Cr and %*Fe

Project Goals:

Resolve differences between two conflicting 3Cr radiative capture evaluations
Perform radiative capture measurements for >4Fe using an enriched Fe sample
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Number of detectors increased from
four to seven

Update detector mounts - Improved
rigidity reduces degree of swaying
during a measurement

Alignment jig developed to precisely
determine location and orientation of
detectors

Accurate positioning reduces
systematic uncertainty introduced
from weighting functions

Mass of overall system has been
increased, but MCNP simulations show
a minimal impact on the false capture
sensitivity
For high scattering samples it is
Important to be insensitive to false
capture for samples being
measured.
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An SIS-3305 10-bit digitizer was installed into
the system

Each channel confirmed to produce
same output pulse given a fixed input

Three new ELJEN C,D, detectors were
installed and were initially found to have poor
resolution

These were sent back to ELJEN for
repairs following preliminary Cr
experiment

They were found to have a reduced
volume of scintillator liquid

Have since been repaired and sent back
to RPI and verified to work properly

Small improvements have been made to the
DAQ code, and post-processing codes have
been developed in C++, Python & Julia

Subsequent experiments will have the full
benefit of good data from all detector modules
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False Capture Sensitivitij%f

Neutron Sensitivity of C6D6 System - Full System

Measurements involving Cr 10>
and Fe require low false
capture sensitivity

Samples have high
scattering to capture
ratios

MCNP Calculations were
performed to calculate the
expected false capture
fraction as a function of o | | | | | |
neutron energy 10-6 10-° 104 10-3 10-2 10-1 10°

Energy [MeV]
The expected false capture
yield was then calculated
for each sample
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Stieglitz (RPI, 1971) and Guber

(ORNL, 2011) experimental data B
differ by a factor of ~1.6, with i3 o
Stieglitz falling higher i £1400 pem < P
% i3 ? Due to Cr-53 B
ENDF/B-VIII.0 more closely follows . : ST ,,:l
the Guber dataset s g @;i‘
There are issues with ICSBEP H" wpe  ZPRGM0
benchmarks, ZPR-6/10, which are e T oy
sensitive to >3Cr (n,0 kross section T e e

ICSBEP Ben h rks Sensitive to I
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Updating resonance parameters to

match Stieglitz dataset improves
benchmark performance

Challenge: Elastic scattering yield . RPI-
Is ~800 times greater in magnitude

than capture yield
Goal:
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Perform a natural Cr
measurement to resolve differences
between Guber and Stieglitz data

ENDF Reques 1 2593, 2021-Feb-10,18:31:43
KFOR Request: 4624-1, 2021-Feb-10 18:30:37
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From 09/22/20 1 09/25/20, preliminary data
were collected of a 6mm natural Cr sample

Two 3mm plates were combined
Total DAQ time was ~30 hours

Multiple samples measured
Pb 1 indicator of in-beam background -

Reaction Yield

Carbon i indicator of false capture
B,C 1 indicator of flux shape

Comparison of 6mm Natural Cr Reaction Yields
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Carbon sample is almost a pure scatterer,
but also scatters in-beam time dependent
gamma background

Low capture to scattering ratio from Cr
sample makes it very difficult to see
capture signal, especially if there is any
neutron sensitivity elsewhere
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A Yield in the Cr sample was 6 6 35— Q6 5g— 6 F—
calculated using equationon «  Q ; —
right 5, 6 =

A All sample counts are beam W

monitor normalized

A Weighting functions are
calculated and applied to more
heavily weight high energy
photons that normally have low
efficiency

A Weighting functions require
accurate MCNP simulations of
Individual detector responses
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